














INFLUENCE OF THE TEMPERATURE IN THE EVALUATION OF HME  








The heat and moisture exchanger (HME) is a piece of medical equipment use for patients who cannot breathe 
voluntarily.  The evaluation of HME is performed under ISO system; however, it includes that there exists a 
temperature distribution in a model system as well as temperature of the air to HME is required to be 23±1℃ 
although this temperature may be different in each hospital.  Because HME is necessary to change once a day 
with no insurance, this could be a major burden for patients who are hospitalized for a long term.  In 
this study, 1) basic trials were made in order to equalize the temperature in the model system, 2) examinations 
were made for the air with various temperatures to HME, and 3) development of a warmer to extend use of 
HME were conducted. The installation of a small fan made it possible to equalize the temperature in model 
system.  The influence of a temperature of the air to a HME in the range of 2.9~37.5 ℃ may be very crucial.   
Performance of HME was improved by introducing a warmer that covers entire HME device. 
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略記 供給温度 方法 
A 25.3±0.6℃ 通常 









化を示した。A と比べると供給温度を下げた B、C では
吸気温度は若干低下したが、統計的有意差は見られなか






















縦 横 高さ 
A  
    
G 1cm 8cm 8cm 
7.1cm 
無 
H 3cm 12cm 12cm 
I 4cm 14cm 14cm 
J 5cm 16cm 16cm 
K 7.5cm 21cm 21cm 





を示した。G、H、I、J、K より断熱材の厚さを 1cm か
ら 4 cm まで厚くすると吸気温度が高くなった。これは
断熱材の厚みが増したことで人工鼻から逃げる熱の量
が減少したためだ考えられる。しかし、断熱材の厚さが
4 cm から 5 cm にしても吸気温度が変わらず、断熱材の
厚さが 7.5 cm になると吸気温度が低下してしまった。
これは断熱材を厚くしすぎたことで、断熱材自身に放出
される熱を吸収してしまったためと考えられる。I、J、
L より L の保温器のサイズは I、J と比べて小さいにも
関わらず、吸気温度はほとんど同じであった。これは発
泡スチロールよりも熱伝導性の低い空気の層を保温器
に組み込んだことで断熱性が向上したものと考えられ
る。 
 
 
 
Fig.3 保温器を取り付けた時の吸気温度の経時変化 
 
4. 結言 
模擬人体内部に小型ファンを取り付けることで、模擬
人体内部の温度を均一にすることに成功した。人工鼻へ
供給するガスの温度を変えても、人工鼻の性能にあまり
大きな影響はなかった。保温器を取り付けることで、人
工鼻の性能を向上させることができた。 
 
 
